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CDD’S CLIA AND CAP CERTIFICATES

NBIMC has received numerous requests for copies of CDD’s CLIA and CAP certificates .There are copies below or you can go to CDD’s website www.cddmedical.com  and select the following:
1) Click on :”About Us” near the top of the page
2) Select “Accreditations” from the drop down menu
3) Scroll down the list until you see the CLIA
Certificate, you can print from the website by clicking on the certificate
4) CAP certificate- CDD has recently completed their CAP inspection and they are waiting for the new certificate to be received. The letter that is on the website shows that CDD has been CAP accredited.  As soon as CDD receives the new certificate, it will be posted to the website.
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MONTHLY NBIMC COMPUTER DOWNTIME
REMINDER

NBIMC’s next scheduled computer maintenance downtime is Sunday September 11, 2016 from 0800(EST) until 1300 (EST). Please mark your calendars.



LABOR DAY HOLIDAY-NBIMC and CDD CLOSED

NBIMC and CDD offices will be closed on Monday September 5th in observance of Labor Day. Both offices will have normal business hours on September 6th.  Please do not ship any specimens on Saturday September 3rdas they will sit at the FEDEX station until Tuesday September 6th.
NBIMC would like to wish all of our medical and Lab users an enjoyable and safe Labor Day weekend.





DID YOU KNOW?

A SST tube that has expired or very near its expiration date could be a possible cause for a D8 rejection (Quantity not sufficient). The vacuum in the SST tube will start to lose its drawing/suction power as it nears its expiration date. This would account for a “short draw” as the blood stops being pulled into the tube.
So check the dates on your tubes. If you have any expired tubes or ones that are within 1 month of the expiration date  count the amount of tubes. Then call CDD at 877-233-1337 and inform them about the expired tubes and order more supplies. By contacting CDD about the expired tubes, this aids them in keeping their inventory totals on target.



DOUBLE DRAWING FOR A SPECIMEN

CDD has informed NBIMC that they have rejected specimens as a D-4 because the tube was overfilled. When CDD contacted the site the POC responded that they were drawing 2 specimens per person. The POC would then open one of the tubes and pour it into the 1st tube. Now this might be one way to prevent a D-8 Rejection (Quantity not sufficient-QNS), but it’s certainly not advisable. There’s always the possibility that the lab person gets distracted and picks up the wrong tube and mixes 2 different people’s tubes. The repercussions are huge if one of the specimens were from a HIV positive person. Please see the attachment below and use it as a guide to prevent D-8 QNS rejections.





NBIMC GROUP EMAIL QUESTIONS & ANSWERS

If you have any questions, please feel free to send them to our NBIMC group email at:
   dha.bethesda.ncr-medical.mbx.nbimc@mail.mil
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CDD CAP 2016 Certificate.png
COLLEGE of AMERICAN

PATHOLOGISTS

The College of American Pathologists
certifies that the laboratory named below

Center for Disease Detection LLC
Laboratory

San Antonio, Texas

Dean S. Skelley, PhD

CAP Number: 3175701
AU-ID: 1189744
CLIA Number: 45D0660475

has met all applicable standards for accreditation and

is hereby accredited by the College of American Pathologists’
Laboratory Accreditation Program. Reinspection should occur
prior to May 14, 2018 to maintain accreditation.

Accreditation does not automatically survive a change in director, ownership,
or location and assumes that all interim requirements are met.
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HIV QNS Example.pdf


Center for Disease Detection 
11603 Crosswinds Way, STE #100 


San Antonio, Texas 78233 
 
 
 
 
 


 
Additive Blood Tube Minimum Fill Volume 
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Do not fill above this line 
(+10%)      


Fill Line 
Fill above this line 
(-10%) 


 
To verify tube is adequately filled: 


1. Align filled tube with picture. 


2. Ensure tube is filled at least to the bottom line but does not exceed the top line. 
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