[bookmark: _GoBack]From: Pomije, Brian D. (LCDR)
Sent: Friday, December 23, 2005 8:34 AM
To: Burke, Gerald; Clark, Dorothy M. (CIV); Ely, Karen D. (CIV); Fairchild Gregory R LT; Feightner, Michael P. LT; Fong, Raynard K CAPT; Frampton, Scott W CIV; Giel, Daniel T. (CIV); Goodwill, Michael E; Harden, Gary W; Hecht, Sheila C , LCDR; Houston, Tony L. HM2; Johnson, Gabrielle M.; LaFontaine, Richard L CT; Loscocco, Michele F (CDR); Ozeroglu, Muhammed A LT; Pomije, Brian D. (LCDR); Ruiz, Steven LCDR; Scott, John H., CIV.; Simays, Andrew E., CDR; Solanki, Haresh P; Swilley, Eugene A. (LT); Tu, Victor LT; Van Way, Rick L (LCDR); Younes, Georges E LCDR
Cc: Rudolph, W. Garry (CAPT); Fallon, Ann P. (CAPT); Pomije, Brian D. (LCDR); Clagett, Christopher D, CDR; Hutto, Robert CAPT; Lorenzen, William F GS; Netzer, Patricia H. (CAPT); Styles, Donna L (CAPT)
Subject: FDA recalls (Tc-99m NeutroSpec; Siemens X-Ray Unit)
To all Radiation Safety Officers and Medical NRMP Permittees:
 
The following product recalls have recently been posted by the FDA.  See attached messages for details.
· NeutroSpec (Technetium - 99m TC fanolesomab). 
· DSCP 05-146, Siemens X-Ray Unit, 3D Top Ceiling Stand
This message is for distribution to all facilities with Radiology and Nuclear Medicine departments.
 
Very respectfully,
LCDR Pomije 
Brian D. Pomije, MS, DABR 
Lieutenant Commander, Medical Service Corps, USN 
Radiation Health Team Leader 
Navy Environmental Health Center 
620 John Paul Jones Circle (Suite 1100) 
Portsmouth, VA 23708-2103 
W: (757) 953-0766; DSN: 377-0766 
Cell: (757) 651-2814 
Fax: (757) 953-0685 


From: Shumaker, Deborah J LCDR DMSB [mailto:Deborah.Shumaker@detrick.army.mil] 
Sent: Wednesday, December 21, 2005 8:54 AM
To: navrho@rad.usuhs.mil
Cc: Brown, Frederick D Mr USAMMA; Doorn, Edwin A.
Subject: [Navrho] FDA recalls
Colleagues, 
  There have been a few recalls from FDA recently. The first recall concerns the rollers on a ceiling mounted Siemens x-ray unit. The next two are follow-ups on the diagnostic imaging agent, Neutrospec.  Palatin Technologies has voluntarily suspended sale of the agent due to serious safety concerns. 

V/R 
LCDR Deborah Shumaker, MSC, USN 
Chief, Imaging and Telemedicine Branch, DMSB 
1423 Sultan Drive 
Fort Detrick, MD  21702 
Comm: 301-619-4096  DSN 343-4096 
Fax: 301-619-2355 
<<FW: Recall, DSCP 05-146, Siemens, 3D Top Ceiling Stand.>>      <<FW: Follow-up, MMQC-05-1296\NEUTROSPEC (TECHNETIUM FANOLESOMAB) 99M TC / IMPORTANT DRUG WARNING>>         <<FW: Follow-up, MMQC-05-1296\NEUTROSPEC (TECHNETIUM FANOLESOMAB) 99M TC / IMPORTANT DRUG WARNING>>            

