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This requirement includes the clause 52.211-6 Brand Name or Equal (AUG 1999).  As such, Salient Characteristics that may meet the minimum Government requirement include: 

-Item must be durable enough to be sterilized for daily use in the main operating room within sterile field.

-This item must mechanically secure to Stryker Series 600 Visium Lights and/or Integrated Stryker Lighting system.

-The Integrated Camera/Light Handles must have shatter resistant glass.

